Clinical recommendations for the use of D-speed film, E-speed film, and xeroradiography.
This article assesses the diagnostic utility, radiation dose, equipment reliability, patient acceptance, and costs associated with D-speed film, E-speed film, and dental xeroradiographs for intraoral imaging. From the analysis and review of laboratory studies and clinical trials, conclusions and recommendations are offered.